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Minutes of the Maintenance Committee meeting held on Mon 20
Sept 2021, at 11.00am in the Hospital Council Hall ,of Ashwini Rural Medical
College Hospital & Research Centre, Solapur.

e Minutes of review of last meeting

Bejiume Current
Points Action to be taken Responsibility ey . Status of
e the action
of action
Biomedical 1/C
ey In NICI] warmer Machine was Butlosts .
, completed | Procoss
Machine not working properly p completed
Ventilator In MICU, Ventilator machine Biomedical 1/C | Process
Machine was not worling properly completed Process
completed
Biomedical 1/C ——
Manman In Ortho OT manman Rimmer brocess Process
Rimmer gune was working not properly completed completed
NiproSurdial Biomedical 1/C
) In Dialysis NiproSurdial s5 plus Process Process
55 Plus machine was not working completed completed
Machine properly
Agitater In Blood Centre Agitater Biomedical I/C | process
Machine machine was not working completed Process
properly completed
Dialyser In Dialysis, Dialyser reprocess Biomedical I/C p
. . rocess
reprocess machine was not working Process
machine properly had problem with tank completed completed
drain alarm
College RO Abnormal noise was found in Electrical I/C | Process
hiyh pressure pump , had completed Process
problem in motor . completed
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e Newer points discussed in the meeting.

A.Q(Hospital)
A.O (College)
Facility Manager
Shri.Yogesh Patel
Biomedical I/c
Electrical I/c

Time ({:ame Current
Points Action to be taken Responsibility J . Status of
completion .
. the action
of action
e In MAJOR OT, foger machine was MR G I_JrF) cess Er.o cess
. . initiated initiated
Machine | not working properly
ABG In CCL, ABG machine was not Biomedical 1/C | Process Process
Machine working properly initiated initiated
) In MICU DC Machine had problem Biomedical I/C | Process Process
DCMaching | e ehe batrery Inftlated Initlated
ErG i 1 ac 0c
In CATH Lab ECG Machine ,was not LT Pm &35 Pw &5
, . initiated initiated
Machine working properly
Ayitutor In Blood Centre storage agitator Biomedical I/C | Process Process
Machine machine was not working initiated initiated
properly
EPBX In EPBX system, Port of SLD card Electrical I/C | Process Process
System was not working properly initiated initiated
Floor Floor cleaning machine was not Electrical I/C | Process Process
Cleaning working had problem in machine initiated initiated
Machine wire .
Ashwini Rural Medical College & Hospital
Research Centre ,Kumbhari Solapur
Copy to
e The Executive Trustee,
o MS
e HS
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Minutes of the Maintenance Committee meeting held on Wed 22th
March 2022, at 11.00am in the Hospital Council Hall ,of Ashwini Rural Medical
College Hospital & Research Centre, Solapur.

e Minutes of review of last meeting

LEifiane Current
Points Action to be taken Responsihility Jor . Status of
completion the uclivn
nf action
Ilectrical T
Main Switch i;: U;{‘_sw” mum[switch not 1/c coﬁpiéted Process
orking properly. completed
STP filter STP filter motor was not blect,ncal Process. -
molur working due Lo binding problem. g cumpleted TEEIT
completed
Electrical Process
Hospital lift | Hospital lift was not working 1/c Process
due to main contractor problem. completed completed
Cautery In Opthal OT Cautery machine an_:;:hcal SToCEsS |
machine not working properly. completed completed
Air compressor | In dental OPD air compressor Biomedical | process
was not working properly. I/c completed Process
completed
Warmer In OBGY ward warmer machine Biomedical | Process
machine not working . I/c completed Process
completed
Suction In minor OT suction machine not Biomedical | Process
machine working properly. I/c completed Process
completed
Biometric In HR office biometric software IT Process
software not working. I/c completed Process
completed
MED software In medical store MED software IT Process
not working properly. I/c completed Process
completed
Board issue In Administration officer IT
computer not working due to I/c

key board issue.
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o Newer points discussed in the meeting.

Tlm;ﬁ‘ ame Current
Points Action to be taken Responsibility or Status of
completion ,
. the action
of action
Nebulizer In Pediatric ward Nebulizer Biomedical I/C | Process Process
. machine was not working initiated initiated
Machine
properly
OT Lamp In Major OT light source not Biomedical 1/C | Process Process
working . initiated initiated
Nipro diamax N e m—— Biomedical 1/C {Dr.otcess {Jr'o‘cess
. . . initiated initiated
Machine machine not working properly

100M.A. Xray |InCasualty 100M.A. X ray was Biomedical I/C | Process Process
not working properly initiated initiated

DC Machine In MICU DC machine printer was | Biomedical I/C | Process Process

printer not working properly initiated initiated

Mindary In MICU Mindary monitor was Biomedical 1/C | Process Process

Moniter not working properly . initiated initiated
Display was not turned on.

STP In STP blower motor 2, starter Electrical 1/C | Process Process
was not working had issues with initiated initiated
the timer

STP In STP mud pump was found off. Electrical I/C | Process Process

initiated initiated

Vs

Dean,
Ashwini Rural Medical College & Hospital

Research Centre ,Kumbhari Solapur

Copy to
e The Executive Trustee,
e MS
e HS

¢ A.O(Hospital)

e A.0 (College)

e Facility Manager
e Shri.Yogesh Patel
e Biomedical I/c

e Electrical I/c
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Minutes of the Maintenance Committee meeting held on Thurs 2374
June 2022, at 11.00am in the Hospital Council Hall ,of Ashwini Rural Medical
College Hospital & Research Centre, Solapur.

e Minutes of review of last meeting

Time frame

for Current
Points Action to be taken Responsibility , Status of
BT the action
_ of action
Nebulizer In Pediatric ward Nebulizer Biomedical I/C | process p
. machine was not working completed rocess
Machine properly completed
i i /
OT Lamp In Major OT light source not Biomedical I/C Procelsst R -
. complete
working. completed
; : Biomedical 1/C
MR AT s In Dialysis Nipro diamax Process Process
Machine machine not working properly completed completed
100M.A. Xray |In Casualty 100M.A. X ray was completed Process
not working properly P completed
DC Machine In MICU DC machine printer Biomedical I/C | process
printer was not working properly completed Process
completed
Mindary In MICU Mindary monitor was Biomedical I/C | Process
Moniter not working properly . completed Process
Display was not turned on. completed
STP In STP blower motor 2, starter Electrical I/C | Process
was not working had issues with completed Process
the timer completed
STP In STP mud pump was found off. | Electrical 1/C | Process
completed | Process

completed
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e Newer points discussed in the meeting.

Time frame Current
Points Action to be taken Responsibility I . Status of
completion .
. the action
of action
Warmer | In NICU warmer Machine was not Biomedical I/C | Process Process
Machine | working properly initiated initiated
Ventilator | In MICU, Ventilator machine was Biomedical I/C | Process Process
Machine | not working properly initiated initiated
Manman | In Ortho OT manman Rimmer gune | Biomedical I/C | Process Process
Rimmer was working not properly initiated initiated
al 5 plus | InDiayss Niprosurdialssplus | PHomeet LR, R
Machine machine was not working properly
Agitater In Blood Centre Agitater machine Biomedical I/C | I'rocess I'rocess
Machine was not working properly initiated initiated
Dialyser In Dialysis, Dialyser reprocess Biomedical 1/C | Process Process
reprocess rmuching wus nol working properly initiuted initiuted
muchine hud problem with tunk draln ulurtn
College RO | Abnormal noise was found in high Electrical 1/C | Process Process
pressure pump , had problem in initiated initiated
motor .
/ /I':f/
V4
Deanj”/’
Ashwini Rural Medical College & Hospital
Research Centre ,Kumbhari Solapur
Copy to:
e The Executive Trustee,
e MS
o HS
e A,O(Hospital)
e A.0 (College)
e Facility Manager
e Shri.Yogesh Patel
e Biomedical 1/c

Electrical I/c




